Measurement errors in pneumotachography due to pressure transducer design.
When pneumotachography is used during intermittent positive pressure ventilation (IPPV), the design of some differential pressure transducers can cause measurement errors. These errors may be avoided by using differential pressure transducers which have small, equal chambers free from temperature sensitive electrical elements. Few of the transducers which are sensitive enough for clinical use fulfil these requirements.